Background The aim of the present study was to compare an ultrasonically activated instrument (US), monopolar electrosurgery, and bipolar electrosurgery (ES) with respect to heat production, nerve function, and nerve morphology following in vivo application. Materials and methods The biceps femoris muscle of anesthetized rats was cut in a standardized manner longitudinally 1 mm adjacent to the sciatic nerve using US shears, a monopolar ES knife, or a bipolar ES scissors. Activation time and temperature were recorded continuously within 1-4 mm of the activation site ipsilateral and contralateral to the nerve with two thermoelectric microsensors. Temperature rise and time delay of reaching the temperature maximum, as an expression of heat spread within tissue, maximum temperature, and thermal dose (equivalent time of exposure at 43°C) were measured and calculated. A total of 49 functional experiments were conducted. The electromyographic (EMG) potential was recorded distally. Nerve dysfunction was defined as more than 10% loss of the evoked EMG amplitude. Forty-eight nerves were coded and submitted to blind histopathological examination, and morphological damage was graded on a 4-grade scale. Results The maximum temperature elevation and the thermal dose were significantly higher for the bipolar ES compared with the US instrument (p = 0.024, p = 0.049), and with much less variation of results for the US instrument. The monopolar ES maximum temperature and thermal dose were lower, but a very large variation occurred, probably as a result of more random electrical spread to the ground electrode and muscle motion artifacts. Functional loss was least common in the US groupwithout being significant-compared to bipolar and monopolar ES. Moderate and severe morphological damage was significantly less common in the US group than in the monopolar ES group (p = 0.041). We found no statistically significant correlation between the highest temperatures and the degree of morphological damage or functional loss. Conclusions The temperature elevation depends strongly on the distance to the activated instrument. The bipolar ES scissors generates a higher maximum temperature and thermal dose with a greater variation in than the US. Functional loss and severe morphological damage were uncommon in all groups.
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Introduction
Nerve protection requires knowledge about and proper identification of the relevant surgical planes and nerve structures and a careful technique for avoiding traction and compression. In addition, activation of heat-generating devices close to the nerves should be avoided. The extent and risk of lateral spread of heat during use of different surgical devices has not been fully investigated.
Tissue coagulation in general occurs when the temperature rises above 45°C [1] [2] [3] . When temperature rises higher than that, proteins starts to denaturize, and cells die at temperatures between 60°and -80°C [4] .
Monopolar electrosurgery and bipolar electrosurgery (ES) are the most commonly used techniques that combine cutting with coagulation for hemostasis. New versions of ES generators have been improved by impedance sensors that regulate the energy delivery, in order to reduce risk of collateral heat damage. Ultrasonically activated instruments (US) provide an alternative technique for cutting and coagulation, using high frequency vibration of the active blade.
Previous studies, often using thermo cameras, have shown that US disperses less heat to the surrounding tissue during dissection compared to ES [5, 6] , and US has been claimed to be safer than traditional diathermy [7] . The thermal properties of living biological tissues are not well known [8, 9] , and experiments on thermal spread in vivo are scarce.
In an earlier study with the same rat model [10] , we compared monopolar and bipolar ES and US with respect to EMG function and light microscopy morphology after nerve close activation. We found a significant reduction in the EMG potential in the monopolar ES group compared with the US group, and morphological examination also showed significantly less nerve damage in the US group. We did not perform any temperature measurements in that study.
The aim of the present study was to accurately measure the temperature elevation and time duration (thermal dose) during activation of ES and US close to the nerve in vivo and to simultaneously study nerve function and morphology.
Materials and methods
The same experimental setup was used as in our previous study [10] . Twenty-five Sprague-Dawley rats were subjected to the experimental tests. The range of bodyweight was similar in the different groups. Manipulations were performed on rats anaesthetized with ketamine 70 mg per kg body weight and xylazine 5 mg/kg, and they were maintained on spontaneous ventilation. Two surgeons performed the dissections under an infrared lamp. Each sciatic nerve was exposed by separation of the biceps femoris and the tensor fascia lata muscles. During the dissection, the surgeon's hand rested on the table, the rat's leg was stabilized, and the distances between the nerve and the activated instruments were checked with a microscope and millimeter paper. Monopolar ES (Valleylab, Force XL) at power setting 30 W, bipolar ES (PowerStar* Fine, Ethicon) at power setting 30 W, and US instruments (CS shears; Ethicon) at power setting minimum 3 (longer vibration cycle), were used for the comparative study. These settings were recommended by the manufacturers and are commonly used in clinical practice. The rats were sacrificed at the end of the procedure with an intracardiac injection of potassium chloride solution.
One surgical procedure was performed on each leg. A 5-mm longitudinal incision was made immediately adjacent to the nerve (within 1 mm) with a monopolar ES knife, bipolar ES scissors, or US shears.
Temperature studies
The temperature increase was measured with thermoelectric sensors designed for an application in tissue based on a thermistor in which electrical resistance was determined (Fig. 1 ). The ipsilateral sensor was marked green and the sensor contralateral to the nerve/activated instrument was marked black. To make a measurement, the tissue was pierced and the sensor was inserted down to the measurement position, on each side of the nerve.
The distance between the sensors was 3-4 mm. The temperature sensors were calibrated prior to their use in tissue. For this purpose they were immersed in a water bath. The water was continuously stirred, and the temperature was controlled by a servo system and measured with a calibrated reference thermometer.
The distances (d) from the blade were set using millimetre paper and a microscope, but because of tissue movement, the actual value could be exactly determined only afterwards by a ruler to each sensor. The electrical resistance of the sensors was measured by digital meters (Keithley 2000 and 2700) and a computer acquired the data. The minimum sampling time was 80 ms and the two sensors could be read simultaneously.
The temperature (T) was continuously recorded during activation, and the maximum values were determined after the measurement had been completed.
The thermal dose, being the most generally accepted value for estimating the temperature-related tissue damage threshold, was calculated as a product of temperature elevation and duration of exposure at each temperature level with a temperature-dependent weighting function [11] .
During evaluation of the data it became obvious that the distance measurement before and after activation of the instrument could only be carried out with a large uncertainty in relation to the starting time. Motion artifacts were due to muscle twitches induced by the monopolar ES. An alternative choice for a variable relating to distance properties was the delay of the moment when the highest temperature is reached with respect to the starting time. The heat needs more time to come to a fixed point the larger the distance is (Fig. 2) .
Functional studies
The dissected sciatic nerve was divided proximally and mounted on a pair of silver hook electrodes for stimulation. The motor response [electromyographic (EMG) potential] was continuously recorded distally by a unipolar stainlesssteel needle electrode (diameter 0.6 mm) inserted into the foot muscles. A second needle was inserted 1 cm distal to the recording electrode as a reference electrode. Muscle response was measured before and after the surgical procedures using repeated stimulation with a 2 Hz square wave and 0.5 ms pulses. The stimulation intensity was adjusted to achieve maximal muscle responses. Because the state of the stimulated nerve and the positions of the electrodes could not be identical for each nerve, the threshold of muscle responses, defined by the start of muscle twitching, required three to five times the threshold intensity (0.5-1 mA) to get maximal M-responses. Each muscle response was amplified and recorded continuously on a chart recorder. Four to five maximal muscle responses of equal amplitude were printed out before and after each surgical procedure for subsequent off-line analysis of nerve function.
The EMG potentials were recorded for 49 nerves. Nerve dysfunction was defined as greater than 10% amplitude height reduction in the EMG potential evoked after the surgical procedure compared with that evoked before the procedure.
Handheld experiments
To evaluate the maximum temperature and thermal dose that the nerve tolerates, 11 experiments were carried out where one of the thermal sensors was held on the nerve by hand during the cutting procedure. The sensor measured the temperature of the nerve itself, and the nerve potential was determined to decide whether the nerve was still intact during the heat load.
Morphological studies
Nerve tissue was collected for histological and morphological examination after the above experiments. Forty-eight nerves were studied after longitudinal muscle incision. Two nerves that were cut out with normal scissors were used as controls for the morphological study.
The nerve sections, which were about 10 mm long, were removed without touching the site of dissection, fixed to cork, and then stored in 4% paraformaldehyde. After fixation in 1% osmium solution, the nerves were dehydrated in alcohol (70% for 1 h, 95% for 2 h, 100% for 1 h) and preinfiltrated in equal amounts of 100% alcohol and plastic (Technovit 7100) without hardener for 2 h. The following day, the nerves were embedded in plastic and hardener. After transverse sectioning, the specimens were stained with hematoxylin and eosin and mounted with Pertex. Serial sections were made in distal and proximal directions, starting from the central section of the nerve that had been adjacent to the activated surgical tool. Five to six serial sections were made from each location, with 100 lm between each location. Nerve tissues were coded and submitted to blind histopathological examination by a pathologist with extensive experience in nerve pathology. The section of best technical quality at each location was judged, and the most severe injury noted was taken as the result. The slides were examined with a light microscope at a total magnification of 400 9 to assess the degree of nerve injury. The degree of injury was graded on a 4-grade scale. Normal, myelin free from vacuoles and no apparent thickening of the myelin sheath; slight injury, small myelin vacuoles, and no apparent thickening of the myelin sheath; moderate injury, obvious vacuolization, and swelling with thickening of the myelin sheath, causing encroachment on the axon; and severe injury, coagulated fibers with myelin sheaths that were markedly thickened, homogeneous, and pale. The pathologist calculated the percentage of damaged nerve fibers on each serial section. The study was approved by the Animal Care Committee, Linköping University, Sweden.
Statistical analysis Group differences were tested as follows. Parameters showing almost identical mean values for two of the three groups were lumped together and tested against the third group to increase the statistical power with the MannWhitney U test. Remaining parameters were analyzed with Kruskal-Wallis nonparametric analysis of variance (ANOVA) followed by the Mann-Whitney U test in case of significance. A value of p \ 0.050 was considered to be significant.
Results

Thermal results
Combined data from both sensors are presented in Table 1 . The maximum temperature elevation and thermal dose was significantly higher for the bipolar ES compared with the US instrument (p = 0.024, p = 0.049). The time delay in was significantly higher for US compared to bipolar and monopolar ES (p = 0.006, p = 0.015). The monopolar ES showed the lowest temperature elevation and doses in the experiments; the variance of the values were always the largest.
Separate data from the ipsilateral (green) sensor, being closest to the activated instrument, as the maximum temperatures and thermal dose were significant higher for the Bibolar ES compared with the US instruments in the lower time delays, and with much less data variation for the US instrument (Figs. 3, 4, 5, 6 ). These differences were significant, both when the distance was estimated by visual millimeter scale and when the time delay was used as a more objective parameter for the distance.
The monopolar ES-induced maximum temperature and thermal dose values were lower but showed very large variation. This was statistically significant over the whole range.
Separate data for the contralateral sensor (black), positioned contralateral to the nerve and the activated instrument, showed that no significant difference could be recorded between the instruments with respect to maximal temperature or thermal dose. Again, the monopolar ES showed the lowest values with the widest confidence ranges.
We found no statistical correlation between the highest temperatures measured and morphological damage (p = 0.965) or functional results.
Functional results
The measurement of EMG potentials after close nerve dissection showed that[10% loss was least common in the US group (n = 3) without being significant compared to either bipolar (n = 7) or monopolar ES (n = 8) (p = 0.11, p = 0.10) ( Table 1) . 
Handheld experiments
In all measurements 100% nerve potential was found except in one case where 0% was measured. This case showed the highest dose (5-10 5 min) and also the highest maximum temperature elevation. One experiment with only a slightly smaller dose (3.3-10 5 min) yielded full nerve potential. Several experiments in the range of 1-10 3 min to 1-10 4 min also showed full nerve potential.
Morphological results
Moderate and severe morphological damage was significantly less common in the US group than in the monopolar ES group (p = 0.041) ( Table 1) . Normal morphology was seen in the control nerves.
Discussion
The presence of objective data comparing the safety of heat spread in in vivo experiments is limited. Iatrogenic nerve injury is a significant problem in many areas of surgery, and our study focused on the risk of collateral nerve injury. In this study exact activation times and an indirect distance estimation (time delay) was used to get accurate measurements of maximum temperature elevation and thermal doses in transected tissue. The bipolar ES scissors generated a higher maximum temperature and thermal dose with a greater variation than the US. This was most significant with the sensor closest to the activated instrument and in the combined data from both sensors. The monopolar ES generated the lowest temperatures and thermal doses, but it always showed the Functional loss and severe morphological damage were uncommon in all groups despite activation of the instruments very close to the nerves in our experimental set-up. The part of our study with handheld experiments indicated, without any statistical proof, that the nerve tolerates a dose of at least 1-10 4 min. The number of experiments was probably not high enough to demonstrate a correlation between dose and morphology.
In recent years articles have addressed the thermal properties and lateral thermal spread of surgical instruments [12, 13] . However, thermal properties of biological tissues are not very well known. Prior studies have described higher peripheral thermal energy spread in nonvascularized tissue [14] . In vitro studies are probably not fully relevant to clinical applications, as the locally produced heat will be transported by the circulating blood; in addition, they are often carried out at lower temperatures than occur in normal body tissues. The lateral temperature values and thermal doses in the tissues depend strongly on the distance to the blade and the time of exposure for each device. Chemical composition and physical properties of the transected tissue influence the thermal spread, where heat measurements show that subcutaneous fat has the lowest thermal conductivity, while muscle gives the highest values [15] .
ES and US instruments work with different physical properties
The US instrument employs mechanical energy transmitted and amplified at a high frequency of 55,000 Hz. This rapid movement creates temperatures at which proteins denature, creating an area of coagulation and allowing concurrent cutting. The cutting and coagulation occur with a reduced rise in temperature at the tissue level, less smoke formation, no muscular stimulation, and without the transmission of an electric current through the patient. Our data are in accordance with prior studies that have concluded that US instruments spread less thermal energy to surrounding tissue during activation, and that the risk of causing collateral thermal damage is smaller [14, 16, 17] . Other studies have also described a risk of inadvertent damage to nearby structures from lateral spread of thermal energy with ES devices [18, 19] .One such study concluded that the monopolar ES generated the highest temperature that resulted in highest lateral thermal spread [12] . Although the monopolar ES showed the lowest temperature elevation and doses in the experiments, the spread of the values was always the largest. An explanation for this wide range of values can be the influence of motion artifacts, but it is also possible that the ground electrode is connected to the body, and the way of the current is not specified and depends on random conditions. Previous studies have used an in vitro experimental setup, and this could explain the temperature differences seen in our study.
With the bipolar ES, the two tines of the forceps perform the active and return electrode functions so that only the tissue grasped is included in the electrical circuit and the loss of thermal energy is restricted to a smaller area. Modern electric cautery generators sense the tissue impedance in order to reduce the risk of lateral thermal damage, although this does not protect from excessive heat production in tissue. Conventional ES tissue resection occurs at temperatures [100°C, primarily through water vaporization [20] ; extreme local heat is produced when the electrical energy meets resistance at the electrode-tissue interface.
In this study, the confidence range of thermal data of the US was smallest and the time delay was significantly higher. This can be advantageous with respect to safety, because it makes it possible to reliably predict the risk of lateral thermal damage to tissue.
In summary, functional loss and severe morphological damage was uncommon for all instruments, despite activation of the three devices very close to the sciatic nerve. Data indicate a higher grade of safety for activation of the US shears close to nerve structure tan for the ES scissors.
